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Abstract: Accurate imaging and measurement of hemodynamic forces is 
vital for investigating how physical forces acting on the embryonic heart are 
transduced and influence developmental pathways. Of particular importance 
is blood flow-induced shear stress, which influences gene expression by 
endothelial cells and potentially leads to congenital heart defects through 
abnormal heart looping, septation, and valvulogenesis. However no imaging 
tool has been available to measure shear stress on the endocardium 
volumetrically and dynamically. Using 4D structural and Doppler OCT 
imaging, we are able to accurately measure the blood flow in the heart tube 
in vivo and to map endocardial shear stress throughout the heart cycle under 
physiological conditions for the first time. These measurements of the shear 
stress patterns will enable precise titration of experimental perturbations and 
accurate correlation of shear with the expression of molecules critical to 
heart development. 

© 2012 Optical Society of America 

OCIS codes: (110.4500) Optical coherence tomography; (170.3880) Medical and biological 
imaging. 



References and links 

1. J. R. Hove, R. W. Koster, A. S. Forouhar, G. Acevedo-Bolton, S. E. Fraser, and M. Gharib, "Intracardiac fluid 
forces are an essential epigenetic factor for embryonic cardiogenesis," Nature 421(6919), 172-177 (2003). 

2. B. C. W. Groenendijk, B. P. Hierck, J. Vrolijk, M. Baiker, M. J. B. M. Pourquie, A. C. Gittenberger-de Groot, 
and R. E. Poelmann, "Changes in shear stress-related gene expression after experimentally altered venous return 
in the chicken embryo," Circ. Res. 96(12), 1291-1298 (2005). 

3. J. Vermot, A. S. Forouhar, M. Liebling, D. Wu, D. Plummer, M. Gharib, and S. E. Fraser, "Reversing blood 
flows act through klf2a to ensure normal valvulogenesis in the developing heart," PLoS Biol. 7(1 1), el 000246 
(2009). 

4. R. E. Poelmann, A. C. Gittenberger-de Groot, and B. P. Hierck, "The development of the heart and 
microcirculation: role of shear stress," Med. Biol. Eng. Comput. 46(5), 479^184 (2008). 

5. N. Azuma, S. A. Duzgun, M. Ikeda, H. Kito, N. Akasaka, T. Sasajima, and B. E. Sumpio, "Endothelial cell 
response to different mechanical forces," J. Vase. Surg. 32(4), 789-794 (2000). 

6. R. J. Dekker, S. van Soest, R. D. Fontijn, S. Salamanca, P. G. de Groot, E. VanBavel, H. Pannekoek, and A. J. G. 
Horrevoets, "Prolonged fluid shear stress induces a distinct set of endothelial cell genes, most specifically lung 
Kruppel-like factor (KLF2)," Blood 100(5), 1689-1698 (2002). 

7. K. Yashiro, H. Shiratori, and H. Hamada, "Haemodynamics determined by a genetic programme govern 
asymmetric development of the aortic arch," Nature 450(7167), 285-288 (2007). 

8. B. Hogers, M. C. DeRuiter, A. C. Gittenberger-de Groot, and R. E. Poelmann, "Extraembryonic venous 
obstructions lead to cardiovascular malformations and can be embryolethal," Cardiovasc. Res. 41(1), 87-99 
(1999). 

9. B. C. Groenendijk, K. Van der Heiden, B. P. Hierck, and R. E. Poelmann, "The role of shear stress on ET-1, 
KLF2, and NOS-3 expression in the developing cardiovascular system of chicken embryos in a venous ligation 
model," Physiology (Bethesda) 22(6), 380-389 (2007). 

10. B. P. Hierck, K. Van der Heiden, C. Poelma, J. Westerweel, and R. E. Poelmann, "Fluid shear stress and inner 
curvature remodeling of the embryonic heart. Choosing the right lane!" ScientificWorldJournal 8, 212-222 
(2008). 



#174768 - $15.00 USD Received 22 Aug 2012; revised 1 1 Oct 2012; accepted 15 Oct 2012; pub. 30 Oct 2012 

(C) 2012 OSA 1 November 2012 / Vol. 3, No. 1 1 / BIOMEDICAL OPTICS EXPRESS 3022 



11. M. Reckova, C. Rosengarten, A. deAlmeida, C. P. Stanley, A. Wessels, R. G. Gourdie, R. P. Thompson, and D. 
Sedmera, "Hemodynamics is a key epigenetic factor in development of the cardiac conduction system," Circ. 
Res. 93(1), 77-85 (2003). 

12. M. L. A. Broekhuizen, B. Hogers, M. C. DeRuiter, R. E. Poelmann, A. C. Gittenberger-de Groot, and J. W. 
Wladimiroff, "Altered hemodynamics in chick embryos after extraembryonic venous obstruction," Ultrasound 
Obstet. Gynecol. 13(6), 437^145 (1999). 

13. J. P. Huddleson, N. Ahmad, and J. B. Lingrel, "Up-regulation of the KLF2 transcription factor by fluid shear 
stress requires nucleolin," J. Biol. Chem. 281(22), 15121-15128 (2006). 

14. G. B. Atkins and M. K. Jain, "Role of Kriippel-like transcription factors in endothelial biology," Circ. Res. 
100(12), 1686-1695 (2007). 

15. P. Basu, P. E. Morris, J. L. Haar, M. A. Wani, J. B. Lingrel, K. M. L. Gaensler, and J. A. Lloyd, "KLF2 is 
essential for primitive erythropoiesis and regulates the human and murine embryonic beta-like globin genes in 
vivo," Blood 106(7), 2566-2571 (2005). 

16. C. K. L. Phoon, O. Aristizabal, and D. H. Turnbull, "40 MHz Doppler characterization of umbilical and dorsal 
aortic blood flow in the early mouse embryo," Ultrasound Med. Biol. 26(8), 1275-1283 (2000). 

17. C. K. L. Phoon, O. Aristizabal, and D. H. Turnbull, "Spatial velocity profile in mouse embryonic aorta and 
Doppler-derived volumetric flow: a preliminary model," Am. J. Physiol. Heart Circ. Physiol. 283(3), H908- 
H9 16 (2002). 

18. P. Vennemann, K. T. Kiger, R. Lindken, B. C. Groenendijk, S. Stekelenburg-de Vos, T. L. ten Hagen, N. T. 
Ursem, R. E. Poelmann, J. Westerweel, and B. P. Hierck, "In vivo micro particle image velocimetry 
measurements of blood-plasma in the embryonic avian heart," J. Biomech. 39(7), 1 191-1200 (2006). 

19. C. Poelma, K. Van der Heiden, B. P. Hierck, R. E. Poelmann, and J. Westerweel, "Measurements of the wall 
shear stress distribution in the outflow tract of an embryonic chicken heart," J. R. Soc. Interface 7(42), 91-103 

(2010) . 

20. M. W. Jenkins, D. C. Adler, M. Gargesha, R. Huber, F. Rothenberg, J. Belding, M. Watanabe, D. L. Wilson, J. 
G. Fujimoto, and A. M. Rollins, "Ultrahigh-speed optical coherence tomography imaging and visualization of 
the embryonic avian heart using a buffered Fourier domain mode locked laser," Opt. Express 15(10), 625 1-6267 
(2007). 

21. I. V. Larina, S. Ivers, S. Syed, M. E. Dickinson, and K. V. Larin, "Hemodynamic measurements from individual 
blood cells in early mammalian embryos with Doppler swept source OCT," Opt. Lett. 34(7), 986-988 (2009). 

22. S. Rugonyi, C. Shaut, A. Liu, K. Thornburg, and R. K. Wang, "Changes in wall motion and blood flow in the 
outflow tract of chick embryonic hearts observed with optical coherence tomography after outflow tract banding 
and vitelline-vein ligation," Phys. Med. Biol. 53(18), 5077-5091 (2008). 

23. J. A. Manner, L. Thrane, K. Norozi, and T. M. Yelbuz, "In vivo imaging of the cyclic changes in cross-sectional 
shape of the ventricular segment of pulsating embryonic chick hearts at stages 14 to 17: a contribution to the 
understanding of the ontogenesis of cardiac pumping function," Dev. Dyn. 238(12), 3273-3284 (2009). 

24. A. M. Davis, F. G. Rothenberg, N. Shepherd, and J. A. Izatt, "In vivo spectral domain optical coherence 
tomography volumetric imaging and spectral Doppler velocimetry of early stage embryonic chicken heart 
development," J. Opt. Soc. Am. A 25(12), 3134-3143 (2008). 

25. A. Davis, J. Izatt, and F. Rothenberg, "Quantitative measurement of blood flow dynamics in embryonic 
vasculature using spectral Doppler velocimetry," Anat. Rec. (Hoboken) 292(3), 311-319 (2009). 

26. M. Gargesha, M. W. Jenkins, D. L. Wilson, and A. M. Rollins, "High temporal resolution OCT using image- 
based retrospective gating," Opt. Express 17(13), 10786-10799 (2009). 

27. P. Li, X. Yin, L. Shi, S. Rugonyi, and R. K. Wang, "In vivo functional imaging of blood flow and wall strain rate 
in outflow tract of embryonic chick heart using ultrafast spectral domain optical coherence tomography," J. 
Biomed. Opt. 17(9), 096006 (2012). 

28. T. G. van Leeuwen, M. D. Kulkarni, S. Yazdanfar, A. M. Rollins, and J. A. Izatt, "High-flow-velocity and shear- 
rate imaging by use of color Doppler optical coherence tomography," Opt. Lett. 24(22), 1584-1586 (1999). 

29. A. Liu, R. K. Wang, K. L. Thornburg, and S. Rugonyi, "Dynamic variation of hemodynamic shear stress on the 
walls of developing chick hearts: computational models of the heart outflow tract," Eng. Comput. 25(1), 73-86 
(2009). 

30. A. Liu, A. Nickerson, A. Troyer, X. Yin, R. Cary, K. Thornburg, R. Wang, and S. Rugonyi, "Quantifying blood 
flow and wall shear stresses in the outflow tract of chick embryonic hearts," Comput. Struc. 89(1 1-12), 855-867 

(2011) . 

31. M. W. Jenkins, L. Peterson, S. Gu, M. Gargesha, D. L. Wilson, M. Watanabe, and A. M. Rollins, "Measuring 
hemodynamics in the developing heart tube with four-dimensional gated Doppler optical coherence 
tomography," J. Biomed. Opt. 15(6), 066022 (2010). 

32. M. W. Jenkins, D. C. Adler, M. Gargesha, R. Huber, O. Q. Chughtai, Y. Pan, L. M. Peterson, D. L. Wilson, M. 
Watanabe, J. G. Fujimoto, and A. M. Rollins, "An environmental chamber based OCT system for high- 
throughput longitudinal imaging of the embryonic heart," presented at the SPIE BIOS Expo, San Jose, CA, Jan 
1924,2008. 

33. C. M. Happel, L. Thrane, J. Thommes, J. Manner, and T. M. Yelbuz, ""Integration of an optical coherence 
tomography (OCT) system into an examination incubator to facilitate in vivo imaging of cardiovascular 
development in higher vertebrate embryos under stable physiological conditions" Annals of Anatomy -," Anat. 
Anz. 193(5), 425-435 (2011). 



#174768 - $15.00 USD Received 22 Aug 2012; revised 1 1 Oct 2012; accepted 15 Oct 2012; pub. 30 Oct 2012 

(C) 2012 OSA 1 November 2012 / Vol. 3, No. 1 1 / BIOMEDICAL OPTICS EXPRESS 3023 



34. C. M. Happel, J. Thommes, L. Thrane, J. Manner, T. Ortmaier, B. Heimann, and T. M. Yelbuz, "Rotationally 
acquired four-dimensional optical coherence tomography of embryonic chick hearts using retrospective gating on 
the common central A-scan," J. Biomed. Opt. 16(9), 096007 (201 1). 

35. A. Liu, R. Wang, K. L. Thornburg, and S. Rugonyi, "Efficient postacquisition synchronization of 4-D nongated 
cardiac images obtained from optical coherence tomography: application to 4-D reconstruction of the chick 
embryonic heart," J. Biomed. Opt. 14(4), 044020 (2009). 

36. B. E. Dunn, "Technique of shell-less culture of the 72-hour avian embryo," Poult. Sci. 53(1), 409-412 (1974). 

37. M. Jenkins, M. Watanabe, and A. Rollins, "Longitudinal Imaging of Heart Development with Optical Coherence 
Tomography," IEEE J. Sel. Top. Quantum Electron. 18(3), 1 166-1 175 (2012). 

38. R. M. Goldstein, H. A. Zebker, and C. L. Werner, "Satellite radar interferometry: Two-dimensional phase 
unwrapping," Radio Sci. 23(4), 713-720 (1988). 

39. M. Sato, I. Bitter, M. A. Bender, A. E. Kaufman, and M. Nakajima, "TEASAR: tree-structure extraction 
algorithm for accurate and robust skeletons," in The Eighth Pacific Conference on Computer Graphics and 
Applications, 2000. Proceedings (2000), pp. 281-449. 

40. B. Garita, M. W. Jenkins, M. Han, C. Zhou, M. Vanauker, A. M. Rollins, M. Watanabe, J. G. Fujimoto, and K. 
K. Linask, "Blood flow dynamics of one cardiac cycle and relationship to mechanotransduction and trabeculation 
during heart looping," Am. J. Physiol. Heart Circ. Physiol. 300(3), H879-H891 (201 1). 

41. C. J. Pedersen, D. Huang, M. A. Shure, and A. M. Rollins, "Measurement of absolute flow velocity vector using 
dual-angle, delay-encoded Doppler optical coherence tomography," Opt. Lett. 32(5), 506-508 (2007). 

42. R. M. Werkmeister, N. Dragostinoff, M. Pircher, E. Gotzinger, C. K. Hitzenberger, R. A. Leitgeb, and L. 
Schmetterer, "Bidirectional Doppler Fourier-domain optical coherence tomography for measurement of absolute 
flow velocities in human retinal vessels," Opt. Lett. 33(24), 2967-2969 (2008). 

43. M. W. Jenkins, A. R. Duke, S. Gu, Y. Doughman, H. J. Chiel, H. Fujioka, M. Watanabe, E. D. Jansen, and A. M. 
Rollins, "Optical pacing of the embryonic heart," Nat. Photonics 4(9), 623-626 (2010). 



1. Introduction 

Blood flow is a critical factor that regulates developmental programs during cardiogenesis. 
Alterations in blood flow during early cardiovascular development can lead to congenital 
heart defects (CHDs) [1—3]. Biomechanical forces exerted by the flow of blood likely 
influence gene expression in surrounding cells [4-7]. The altered gene expression then affects 
the form and function of the developing heart resulting in further alterations to the 
biomechanical forces. Due to the absence of appropriate tools to sensitively assess forces on 
the early looping heart this biomechanical feedback is poorly understood. Even small 
alterations in the heartbeat may influence blood flow that then results in altered levels and 
patterns of shear stress on the endocardium and potentially lead to abnormal heart looping, 
trabeculation, valvulogenesis and septation [3,8]. 

One critical biomechanical factor caused by blood flow and involved in heart development 
is the shear stress experienced by the endocardium. Shear stress in the developing heart is the 
force that is exerted on the endocardial cells by the blood dragging past them. Shear stress has 
been shown to be of critical importance in both controlling and regulating various cellular 
processes involved in heart development (reviewed in [4,9,10]). Alterations in the 
hemodynamic patterns in the developing heart have been shown to result in major 
cardiovascular defects including septal defects and outflow tract anomalies [1,8,11,12]. This 
is due in part to the wide variety of signaling molecules whose expression and activity are 
influenced by alterations in shear stress. Some of these proteins including KLF2, ET-1, NOS- 
3, and pERK which have all been shown to be influenced by shear stress and play a role in the 
developing avian cardiovascular system [3,6,9,13-15]. In order to better understand the 
connection between mechanotransducing molecules, blood flow-induced shear stress, and 
heart development, it is important for us to be able to accurately measure shear stress on the 
endocardium. 

The ability to accurately measure biomechanical forces in the looping embryonic heart is 
complicated by the diminutive size of the heart at this stage (<2 mm) and the rapidly changing 
blood flow patterns. High-frequency pulse-echo ultrasound is commonly used to image fetal 
mouse hearts and to assess their cardiac function [16,17]. However, ultrasound imaging 
requires the transducer to be in acoustic contact with the sample and is not amenable to 
culture methods that maintain the early embryo in vitro under physiological conditions. 
Additionally, the resolution of ultrasound imaging is not sufficient to accurately measure 
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developing hearts that are <2 mm in length. Previously, microparticle image velocimetry 
(uPIV) has been successfully used to estimate shear stress in the avian embryonic heart 
[18,19]. Unfortunately, uPIV is a 2D measurement and is unable to assess shear throughout 
the entire heart tube during cardiac looping. Optical coherence tomography (OCT) has shown 
great promise with regards to both structural and function imaging of embryonic heart 
development [20-27]. Van Leeuwen et al proposed a method to directly measure shear stress 
in vessels with resolution in depth using Doppler OCT [28]. Blood flow measurements and 
structural images acquired by OCT have also been used as boundary conditions for modeling 
shear stress patterns in the avian heart tube [29,30], and to measure the shear rate in chicken 
embryo vitelline vessels [25]. We have previously shown that by using Doppler OCT, shear 
stress can be measured at selected cross sections of the developing heart tube [31]. However, 
it is necessary to measure shear stress in 4D (i.e. 3D volumes in motion) in the developing 
heart tube, in order to thoroughly investigate the relationships between dynamic shear stress 
on the endocardium of the living, beating developing heart and molecular expression patterns 
regulating normal and defective developmental paths. 

Here, we demonstrate a method based on 4D Doppler OCT to directly measure the blood 
flow-induced shear stress on the endocardium of early avian embryonic hearts over the course 
of a full heart cycle. 4D Doppler OCT image-sets of three individual embryonic hearts were 
acquired while they were incubated in an environmental chamber under physiological 
conditions [32,33]. Using image -based retrospective gating [26,34,35] we obtained 4D image 
data sets containing both structural and Doppler flow information. These data were used to 
create maps of shear stress on the endocardium at 14 time points during the cardiac cycle. 
This method for quantitatively mapping shear stress was verified using a capillary-tube flow 
phantom at multiple flow rates. 

2. Material and methods 

2.1. Embryo preparation 

Fertilized quail eggs (Coturnix coturnix; Boyd's Bird Company, Inc. Pullman, WA.) were 
incubated in a humidified, forced draft incubator at 38°C (G.Q.F. Manufacturing Co., 
Savannah, GA). After 48 hours of development the eggs were taken from the incubator, the 
eggshell was removed, and the contents were placed in a sterilized 35 mm Petri dish [36]. 
Once in the Petri dish, the surviving embryos were placed in an environmental OCT imaging 
chamber [37] with controlled temperature (38°C) and humidity to ensure imaging under 
physiological conditions. 

2.2. OCT imaging 

The OCT system used to collect the data utilized a buffered Fourier Domain Mode Locked 
laser as previously described [20]. The in-depth and transverse resolution was 8 um and 10 
um, respectively, in tissue. 4D Doppler OCT data were collected by imaging over multiple 
heartbeats at sequential slice locations (Figs. IB-ID) and reassembled using image -based 
retrospective gating [26]. 1000 A-scans were acquired per frame with a line rate of 117 KHz, 
and after reassembly a total of seventy volumes per heartbeat were acquired. A-scans were 
recorded at 1.4 urn steps in the B-scan direction. Data were also acquired from a calibration 
interferometer and used to resample the data evenly in wavenumber and to improve the 
Doppler signal by correcting for laser phase noise [31]. For each B-scan Doppler image a 
five-line rolling average was employed to reduce phase noise and phase wrapping was 
corrected using a Goldstein algorithm [38]. 

2.3. Shear stress measurements 

In order to calculate the shear stress in the developing heart tube three assumptions were 
made. First, it was assumed that the blood is a Newtonian fluid with an approximate dynamic 
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viscosity, r\, of 5 mPa s [18,31]. Second, it was assumed that the blood flow in the looping 
avian heart has both a low Reynolds number and a low Womersley number, indicating that 
the flow is laminar and dominated by viscous forces [18,31]. Finally, it was assumed that the 
blood moves in the direction of the center line of the heart tube. 

The shear stress, x, was calculated using the equation x = ndu/dn [18] where u is the fluid 
velocity parallel to the wall and n is the radial distance from the surface of the tube. In order 
to find the velocity gradient normal to the wall (du/dn) the endocardium was manually 
segmented at 14 evenly spaced time points throughout the cardiac cycle from the 4D OCT 
structural image data using image analysis software (Amira, Visage Imaging). The 
segmentated endocardial surfaces were employed to determine the centerlines of the heart 
tube at each time point (Fig. 2A). The centerlines were originally calculated within Amira 
using a TEASAR (tree-structure extraction algorithm for accurate and robust skeletons) [39] 
algorithm and then smoothed using custom analysis software (MATLAB, MathWorks). 
Assuming the blood is all moving in the direction of the center of the heart tube, tangent lines 
at each point along the centerline were calculated and then used to correct the Doppler OCT 
data to estimate the absolute blood velocity at each time point. The segmentated endocardium 
was then used to generate an outer surface shell representing the endocardial wall on which 
the shear stress will be calculated. The surface shell was a mesh composed of 4,000 connected 
triangular faces and the direction normal to each triangle was calculated (Fig. 2B). This 
direction was used to determine the velocity gradient from the endocardial wall, which was 
computed as the local slope of the velocity profile (within 45 urn of the endocardial wall). The 
shear stress values were then calculated by the formula above and plotted using a color scale 
on the corresponding surface mesh. Paired Student's Mests (Excel, Microsoft) were 
performed on peak shear stress values in various regions, and statistical significance was 
achieved when /?<0.01. 

2.4. Phantom validation experiment 

In order to verify the method of shear stress measurement, a capillary tube phantom was 
created to simulate the flow through the heart with a controlled velocity profile. The capillary 
tube had an inner diameter of 0.5 mm and was perfused with a 2% lipid suspension solution 
(Intralipid) solution using a syringe pump. 4D Doppler OCT data were obtained at five 
different flow rates ranging from 0.25 ml/min to 2 ml/min. The syringe pump flow rates were 
calibrated by measuring the total volume of Intralipid solution pumped during a specific 
period of time using a graduated cylinder. At each flow rate, the Doppler data were then used 
to calculate wall shear stress at 7 cross-sectional slices utilizing the methods described above. 
The average shear rate on the inner wall of the capillary tube was then compared with the 
shear rate calculated using the known flow and tube geometry. 

3. Results 

For this demonstration, stage HH13 quail embryos (n = 3) were cultured using a shell-less 
culture method and imaged using OCT as described in detail in the Methods section. Stage 
HH13 embryos were selected because cardiac looping is occurring during this stage and these 
embryos exhibit dramatic morphological changes during this developmental time period. OCT 
not only allows clear observation of these morphological changes, but it is also capable of 
visualizing the internal anatomical structures of the developing avian heart in detail as seen in 
Fig. 1. 

4D Doppler OCT data sets were assembled as described in detail previously [31] and 
summarized in the Methods section. These image sets include both structural and Doppler 
flow velocity data, as shown in Fig. 1. Extracting endocardial wall shear stress (WSS) from 
these data requires significant analysis. Under assumptions detailed above, the WSS is 
proportional to the blood velocity gradient in the direction normal to the wall of the 
endocardium, known as shear rate, and to the blood viscosity. Determining the shear rate at 
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Fig. 1. Panel A shows a quail embryo imaged with a stereomicroscope at 12X magnification. 
This embryo was removed from the yolk and inverted using the New culture for clear 
visualization under the microscope. All other embryos imaged by OCT in this work were left 
on the yolk as described in detail in the Methods section. Panel B shows a cross sectional 
image of the quail embryo heart imaged by OCT. The cross section was recorded at 
approximately the location of the green dotted line in panel A. Imaging by OCT allows for the 
visualization of the myocardium, cardiac jelly, and endocardium in vivo in both the inflow and 
outflow region of the heart rube. Panels C and D show Doppler OCT data overlaid on a 
structural cross section of the outflow tract of the heart tube during diastole and systole 
respectively at the approximate location of the red dotted line in panel B. The increasing red 
color represents increasing blood velocity in the forward direction and the blue represents 
retrograde blood flow as represented by the color bar. Myo, myocardium; CJ, cardiac jelly; BL, 
blood; Endo, endocardium. 




Fig. 2. Panel A shows the centerline (pink curve) through the segmented endocardium of a 
representative heart tube during diastole. Tangents to the centerline were used to determine the 
Doppler angle for absolute velocity calculations. Panel B shows the surface mesh of a 
representative segmented endocardium of a heart tube cut at the location of the dotted line in 
panel A. The white arrows pointed inward along the surface mesh represent the normal vectors 
to the endocardium along the entire inner wall of the heart tube. 

each point within the heart tube required: (a) the location of the entire surface of the 
endocardium, which was obtained by segmenting the structural OCT images, and (b) the 
blood velocity profile, which was obtained from Doppler OCT, corrected by assuming that the 
blood flows in the direction of the center line of the heart tube (Fig. 2). Blood viscosity was 
assumed from previously published work [19]. 

Shear stress maps were calculated at 14 evenly-spaced time points during the cardiac cycle 
of each embryo. Examples of four time points from one embryo are displayed in Fig. 3 (more 
data are shown in Media 1). The shear maps show shear stress values as high as 7.7 Pa in the 
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outflow segment of the heart tube compared with a maximum at the inflow segment of 3.1 Pa 
during the course of the heartbeat. Higher shear stress is also apparent on the inner curvature 
of the heart tube compared to the outer curvature (Fig. 4). These observations were evident in 
all three heart tubes mapped. A segment in the middle of the heart tube (marked in gray in 
Fig. 3) was not analyzed because the blood flow in this area is nearly perpendicular to the 
OCT imaging beam, leading to little or no Doppler signal. As a result, accurate blood velocity 
measurements were not obtained in this area. Currently, we are primarily interested in the 
inflow and outflow segments of the heart because these are the location of future cushion and 
valve development, and because data from previous studies are available in these regions for 
verification [30]. However, by recording 4D Doppler OCT image sets with the scanner 
oriented at different incidence angles, a complete flow map of the entire heart tube can be 
generated. 
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Fig. 3. Shear stress on the endocardium. Shear stress is calculated using the velocity gradient 
normal to the wall of the heart tube and the viscosity of blood. Four evenly spaced time points 
during a heart cycle are represented and the shear stress values are displayed on the 
endocardium surface. The represented heartbeat lasted 367 ms. The gray region represents the 
area where valid Doppler OCT data were not obtained because the direction of the blood flow 
was nearly perpendicular to the OCT imaging beam. See also Media 1 . 

4D shear stress maps enable visualization of the shear stress patterns at specific areas of 
interest in the developing heart (Fig. 4). 3D maps representing each time point during the 
cardiac cycle may be examined from multiple orientations. In particular, the outflow tract of 
the heart tube was examined at the time of highest shear stress from various viewing angles 
(Figs. 4B and 4C). Higher shear stress was consistently observed on the inner curvature of the 
outflow tract when compared with the outer curvature in all three hearts examined. This trend 
was also consistent over the course of the entire heart cycle. 

In addition to 3D spatial shear stress maps, this technology also provides temporal shear 
stress information as shown in Fig. 5. Here, shear stress traces at three locations on the 
endocardial wall are shown over the full heart cycle. The shear stress traces clearly show 
significant differences in both the magnitude and the shape of the waveform depending on the 
location in the heart, with the inner curvature of the outflow tract displaying the highest peak 
shear stress values. At point A in Fig. 5 (inner curvature) the maximum shear stress is 
approximately four times the peak shear stress at point B (outer curvature). Negative values of 
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Fig. 4. Shear stress on the inner and outer curvature of the outflow tract. Panel A shows the 3D 
shear stress map at the time of maximum shear stress in the outflow tract. Panel B and C show 
the shear stress map of the same heart cropped to show only the outflow tract. Panel B shows 
the shear stress map oriented to view the outer curvature of the heart tube and Panel C shows 
the shear stress map oriented to view the inner curvature of the heart. The viewing direction is 
represented in panel A by the two arrows. 
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Fig. 5. Shear stress measured over time. Panels A-C shows the measured shear stress over time 
at three different locations in the same heart, namely the inner and outer curvatures of the 
outflow tract, and the inflow tract, respectively. The shear stress was calculated for the duration 
of one effective heart cycle and displayed three times for ready visualization. The locations 
represented by all three traces are indicated in the 3D surface mesh shown in panel D. P, 
pumping phase; F, filling phase. 

shear stress (e.g., Fig. 5A) indicate regurgitant flow, which is common in the outflow tract at 
this stage of development. The inflow trace (Fig. 5C) shows a double peak pattern that is also 
observed in pulsed Doppler traces of the inflow tract and in the venous system in general. 
This trace shows less shear stress associated with the pumping phase of the heart cycle (the 
first peak), and higher shear stress associated with the filling phase (the second peak). 
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The maximum shear stress values in 3 different embryonic quail hearts at HH13 (Table 1) 
at the inflow tract and the inner and outer curvature of the outflow tract are shown in Table 1. 
The patterns of peak shear stress in all three embryos were found to be very similar. The 
average peak shear stress was found to be 7.7 Pa on the inner curvature of the outflow tract, 
2.0 Pa on the outer curvature of the outflow tract, and 3.1 Pa on the inflow tract. The inner 
curvature of the outflow exhibits significantly higher peak shear stress than the outer 
curvature (p = 0.003) or the inflow (p = 0.005). 



Table 1. Maximal shear stress at the inflow and outflow regions of the heart (Pa)" 





Max Inflow 


Max Outflow 
IC 


Max Outflow 
OC 


Heart 1 


3.0 


7.4 


2.0 


Heart 2 


3.1 


8.1 


1.6 


Heart 3 


3.4 


7.6 


2.5 


Average ± S.D. 


3.1 ±0.1 


7.7 ±0.1 


2.0 ±0.2 



"IC, inner curvature; OC, outer curvature. 



In order to verify the accuracy of this new method of shear stress measurement, a phantom 
experiment was performed under known flow conditions. A syringe pump forced a 2% 
Intralipid solution through a straight capillary tube with an inner diameter of 0.5 mm. A 
segment of the tube was imaged by 3D Doppler OCT at 5 different flow rates controlled by 
the syringe pump. At each of the 5 different flow rates, shear rate on the inner wall of the 
capillary tube was measured at seven locations on the tube. Because the flow was constant 
and the tube was straight, the shear rate on the tube wall was expected to be uniform, so that 
variability between the seven measurements would represent the measurement precision. The 
range of flow rates were selected to cover the range of shear rates experienced within the 
heart tube at this stage of development. The results are summarized in Fig. 6. The dotted line 
represents the peak shear stress value measured using this method in the embryonic heart 
tube. The solid line indicates the theoretical shear rate based on the flow values assuming a 
laminar flow profile. The measured values deviated from the theoretical value by an average 
of 2% across all flow rates. The precision of multiple measurements at each flow rate was 2% 
as estimated by relative standard deviation (the ratio of standard deviation to the mean). These 




0.0 0.5 1.0 1.5 2.0 2.5 

Flow Rate (ml/min) 



Fig. 6. Shear rate measurement verification. The x-axis represents the actual flow rate recorded 
from the syringe pump. The y-axis shows the shear rate values measured from the Doppler 
OCT data taken at each flow rate. These calculations were repeated for 7 experiments at each 
flow rate. The solid line represents the theoretical shear rate based on the measured flow rates. 
The dotted line represents the peak shear stress value measured in the embryonic heart. 
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results are reported in terms of shear rate rather than shear stress because shear rate is the 
fundamental measurement obtained from the Doppler OCT data. Viscosity is assumed to be a 
constant scaling factor, and the viscosity of Intralipid solution (~1 mPa s) differs significantly 
from that of embryonic blood at this stage of development (~5 mPa s). 

4. Discussion 

OCT derived 4D maps allow direct measurement of the shear stress at any region of interest 
in the developing heart, which is a significant advance over previous 2D measurement 
techniques. The shear stress values presented here correspond well with those reported 
previously in specific regions of interest. The peak outer curvature shear stress values 
obtained by 4D OCT (1.6-2.5 Pa) are similar to those reported by uPIV on the top surface of 
the outflow tract of a HH 17 stage chicken heart (1-3 Pa) [19]. Also, OCT shear stress values 
at the inner curvature (7.4-8.1 Pa) are similar to those estimated with finite element modeling 
of the outflow tract of a HH18 chick embryo (11 Pa) [30]. These associations are 
encouraging, but exact correspondence is not expected because of differences in animal 
models, developmental stages, and model preparation methods. 

The shear stress measurements presented here made use of three assumptions that have the 
potential to introduce uncertainty in the shear stress values. One assumption is that of the 
blood viscosity at this stage of embryonic development. The value of 5 mPa s has been used 
in previous works [18,31] and we believe it to be a reasonable estimate. However, in this 
shear stress measurement, the viscosity merely serves as a scaling factor. Therefore, the 
comparisons between different regions of the heart are still valid regardless of the value of the 
blood viscosity. Another assumption is that the blood flow at this stage of embryonic heart 
development is dominated by viscous forces, which leads to laminar flow. Previous groups 
have shown the Reynolds number to be approximately 0.5 in similarly staged embryos which 
is well below the threshold needed for the development of turbulent flow (<1000-2000) [18]. 
Additionally, the Womersley number at this stage of development is on the order of 0.2 which 
allows for the safe assumption of a parabolic velocity profile (<l-2), which is also observed in 
our OCT data [17,18]. Finally, we assume that the blood is flowing in the direction of the 
heart tube's centerline. This is a reasonable assumption for the same reasons stated above. 
Were this not to be the case, it would influence our estimations for the absolute velocity of the 
blood at each cross sectional location. An error in the Doppler angle estimation would impart 
a proportional error in the absolute velocity measurements. Because such an error would be 
small, and would not change quickly, there is a potential to cause uncertainty in comparing 
measurements taken from regions of the heart tube that are far from each other (e.g. inflow 
tract and outflow tract), but it is unlikely to influence the comparison of measurements taken 
in close proximity to each other (e.g. inner curvature and outer curvature). 

This work represents the first report of shear stress measured by the use of imaging in 3D 
throughout the cardiac cycle. 4D shear maps allowed comparison of shear values at one 
region of the endocardium to another region within the same heart. Higher shear stress was 
observed on the inner curvature in the outflow tract of the developing heart compared with the 
outer curvature. This trend corresponds well with previously reported results obtained through 
the use of modeling [10,30] and uPIV measurements [19]. The higher shear stress values on 
the inner curvature in the outflow tract is interesting due to the fact that the outflow tract is 
where the future aortic and pulmonary valves and septae will develop [40]. It has also been 
shown that changes in flow and therefore shear stress may facilitate atrioventricular valve 
development [3]. 4D shear mapping will be useful for future investigations of the relationship 
between hemodynamics and valve development in specific areas of the developing heart tube. 

4D OCT shear mapping is expected to significantly benefit the investigation of early heart 
development, but some limitations remain that can be overcome in the future. One limitation 
is that there are manual processing steps necessary to analyze the image data sets including 
endocardium segmentation and phase unwrapping. This makes it time-consuming to process 
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the results of experiments that involve a large number of embryos. Automated image 
processing algorithms are in development in order to enable high-throughput experiments 
using 4D data sets from larger numbers of embryos, particularly automated segmentation of 
the endocardium boundary. A limitation of the presented imaging protocol is that Doppler 
OCT signal is not obtained from the center of the heart tube. This is due to the fact that the 
blood flow in this segment is nearly perpendicular to the OCT imaging beam. This limitation 
can be overcome simply by recording an additional 4D image set with a different angle of 
incidence. Multi-beam Doppler OCT methods have also been demonstrated that can image 
from multiple orientations in one shot [41,42]. 

The combination of Doppler OCT-derived shear stress and molecular staining will enable 
new investigations to better understand the role of shear stress in the development of the heart 
tube. Doppler OCT allows analysis of shear stress at each moment during the cardiac cycle. 
These measurements will allow for the precise localization of highest shear stress both 
spatially and temporally without relying on modeling. Using Doppler OCT the change of 
shear stress over time can also be analyzed to determine metrics such as the oscillatory shear 
index (OSI) at specific locations within the heart tube. Abnormal OSI has been shown to have 
a close correlation with abnormal valve formation in zebrafish [3]. This metric could prove 
interesting and valuable for investigations of the effects of changes of regurgitant flow on the 
development of the heart. Additionally, future experiments could involve perturbing flow in 
the developing heart via drug intervention or optical pacing [43]. The resulting altered 
hemodynamics would be difficult to model, whereas direct measurement of the shear stress 
with Doppler OCT is straightforward. These measurements could then be correlated with 
expression levels shear stress responsive markers to gain a better understanding of exactly 
which cells are most affected by the altered shear stress. Together these complementary tools 
may prove to be powerful for future investigations into the role of shear stress in signaling the 
development of the heart. 
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